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ABSTRACT
We present the photometric calibration of the Beijing-Arizona Sky Survey (BASS) and Mayall z-
band Legacy Survey (MzLS), which are two of the three wide-field optical legacy imaging surveys to
provide the baseline targeting data for the Dark Energy Spectroscopic Instrument (DESI) project.
The method of our photometric calibration is subdivided into the external and internal processes. The
former utilizes the point-source objects of Pan-STARRS1 survey (PS1) as the reference standards to
achieve the zero points of the absolute flux for individual exposures. And then the latter revise the zero
points to make them consistent across the survey based on multiple tilings and large offset overlaps.
Our process achieves a homogeneous photometric calibration over most of the sky with precision better
than 10 mmag for g and r bands, 15 mmag for z band. The accuracy of the calibration is better than
1% at the bright end (16-18 mag) over most of the survey area.
Keywords: surveys — methods: observational — techniques: photometric
1. INTRODUCTION
In the last decades, large-scale imaging observa-
tions have become indispensable to the research fron-
tiers in astronomy. Recent and upcoming optical
wide-area surveys such as the Sloan Digital Sky Sur-
vey (SDSS; York et al. 2000), the Pan-STARRS1 sur-
vey (PS1; Chambers et al. 2016), the Dark Energy
Survey (DES; Dark Energy Survey Collaboration et al.
2016), the Large Synoptic Survey Telescope (LSST;
Ivezicc´ et al. 2008) offer invaluable opportunities to gain
a better unraveling of the creation of elements in stars,
understanding of galaxy formation and evolution, and
testing of our cosmological model.
The basic information derived from the astronomical
imaging surveys is the position and brightness of de-
tected signals, related to astrometry and photometry, re-
spectively. Precision photometry is crucial to a number
of current and next-generation science projects, such as
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the studies of dark energy and other cosmology efforts,
the measurement of galaxy clustering on large spatial
scales, photometric redshift estimates, and the analysis
of microlensing, exoplanet transits and variable sources
(e.g., Nie et al. 2010; Scolnic et al. 2014; Liu et al. 2015).
In the measurement uncertainty, photometric calibration
makes an important contribution. Therefore, photomet-
ric calibration is necessary to be as accurate and uniform
as possible in current surveys.
Photometric calibration is a fundamental concern as-
sociated with the imaging survey, and its goal is con-
verting the number of photons recorded in images to the
physical flux density emitted from a source in the unit
of erg s−1 cm−2 Hz−1 or erg s−1 cm−2 A˚
−1
, or in the
form of magnitudes. The most widely used astronomi-
cal magnitude systems are Vega (Hayes et al. 1975), AB
(Oke & Gunn 1983) and ST (Stone 1996) systems. The
Vega magnitude is standard-based with the zero point
defined by the magnitude of Vega being zero in all fil-
ters. The AB and ST magnitudes are flux-based with
the zero points defined in terms of a reference flux in
physical units.
Accurate photometric calibration is a complicated pro-
cess, and can be performed with several different ap-
proaches. The widely used method is to multiply ob-
serve a series of spectrophotometric standard stars to es-
timate the observation condition such as airmass, trans-
parency, throughput and response of the detector, and
then to determine zero points for the science exposures.
2The calibration images are usually exposed immediately
following the science observation blocks with similar air-
mass (e.g., Brammer et al. 2016), or observed at different
airmasses at the beginning and end of each night (e.g.,
Drlica-Wagner et al. 2017), or obtained with an auxiliary
telescope like SDSS (Hogg et al. 2001).
The most widely used standard star network is the cat-
alog of Landolt stars (Landolt 1992) which contains the
Johnson-Kron-Cousins UBVRI magnitudes of hundreds
of equatorial stars. Besides that, the calibration process
also utilizes some extensive catalog of stellar magnitudes
in the wide-area sky surveys like SDSS, PS1, the Two
Micron All Sky Survey (2MASS; Skrutskie et al. 2006).
For example, the Palomar Transient Factory (PTF;
Law et al. 2009) utilizes SDSS-DR7 PhotoPrimary point
sources as photometric standards (Ofek et al. 2012). Be-
sides the external process for the absolute photomet-
ric calibration, the internal or relative calibration also
should be performed to achieve high photometric unifor-
mity over wide areas of one survey (Padmanabhan et al.
2008). Internal calibration uses the observing strategy
of multiple tilings and large offset overlaps to revise the
zero points of individual science exposures.
In addition, other issues also should be considered in
the calibration processing like transformations and color
term between different photometric systems, correction
of star flats, the effect of different types of standards.
In this work, we describe the photometric cali-
bration for the Beijing-Arizona Sky Survey (BASS;
Zou et al. 2017b) and Mayall z-band Legacy Survey
(MzLS; Silva et al. 2016). BASS and MzLS are two wide-
field photometric surveys covering the same area of about
5400 deg2 in the northern Galactic cap. The two surveys
are performed in parallel. BASS is conducted in g and
r filters, and MZLS is imaged with z band. The effec-
tive wavelengths are 4776 A˚, 6412 A˚, and 9203 A˚ for grz
bands, respectively. The expected 5σ magnitude limit-
ings are g = 24 .0 , r = 23 .4 , and z = 23 .0 for the
extragalactic sources after the correction of Galactic ex-
tinction.
BASS utilizes the 2.3 m Bok telescope of the Steward
Observatory at Kitt Peak. This telescope has a wide-field
camera, 90Prime, equipped with an 2×2 array of active
CCDs, each 4K×4K pixels. Each BASS image covers
1.08×1.03 deg2 with a pixel scale of 0.′′454 pixel−1. MzLS
is carried out by the MOSAIC-3 camera, a prime focus
imaging system on the 4-meter Mayall Telescope at Kitt
Peak. The camera is equipped with four 4K×4K pixel
CCDs, and images a field of view (FoV) 36.′×36.′ with
pixels of 15 µm that subtend 0.′′26 on a side.
BASS and MzLS, together with the Dark Energy Cam-
era Legacy Survey (DECaLS; Blum et al. 2016), are the
three optical legacy imaging surveys, which will provide
the baseline targeting data for the Dark Energy Spec-
troscopic Instrument (DESI; DESI Collaboration et al.
2016a,b) survey project. DESI will obtain 30 million
galaxy and quasar redshifts spanning over 14000 deg2 to
study baryon acoustic oscillations (BAO) and the growth
of structure in the universe.
The article is organized as follows. Section 2 presents
the main steps of our photometric calibration pipeline for
BASS and MzLS images. In Section 3 we describe the
main outputs of our calibration and provide statistical
analysis of the zero points. Section 4 discusses the vari-
ation and systematic errors of the zero points. Finally,
we summarize our results in Section 5.
2. PHOTOMETRIC-CALIBRATION METHOD
BASS and MzLS have two main pipelines of data re-
duction. The first is hosted by the National Optical As-
tronomy Observatory (NOAO) of United States, includes
image processing, calibration, catalog construction and
data release which are carried out at the National En-
ergy Research Scientific Computing Center (NERSC) of
Lawrence Berkeley National Laboratory (Arjun Dey et
al. 2018, in preparation). In this article, we will have no
further mention of this pipeline, and only focus on the
second pipeline relevant here, as discussed subsequently.
The method of photometric calibration described in
this paper is performed in the second pipeline. This
pipeline, hosted by the National Astronomical Observa-
tory of China (NAOC), implements image reduction and
extracts the source catalogs for BASS and MzLS. The
processing includes the corrections of overscan, bias, flat,
and crosstalk, astrometric and photometric calibration,
source extraction and photometry. This pipeline is de-
scribed in Zou et al. (2017a); Zou & BASS collaboration
(2017), Tianmeng Zhang et al. (2018, in preparation)
and Xiyan Peng et al. (2018, in preparation).
As shown schematically in Figure 1, our photometric-
calibration process comprise two main steps, the external
(or absolute) calibration and the internal (or relative)
calibration. The former achieves the photometric zero
point on the AB magnitude system for each image of
each night, filter, and CCD using the PS1 point-source
catalog as an external reference. The latter uses multiple
tilings and large offset overlaps to revise the zero points
of individual science exposures, and obtains a uniform
calibration across the survey.
2.1. External calibration
The input data of the photometric calibration is the
science images after corrections of imaging reduction and
astrometric calibration. The two cameras of our surveys
both have four CCDs and each CCD is read out by four
amplifiers. In the imaging process, each exposure file is
split into four smaller FITS images corresponding to four
CCDs. On the individual single-epoch CCD sub-images,
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Figure 1. Flowchart of the flux calibration
we use SExtractor software (Bertin & Arnouts 1996) to
detect the sources and perform the aperture photome-
try independently, and derive the catalog of instrument
magnitude with the preset internal zero point of 0.0.
A large aperture radius of 13 pixels is used in all the
calibration measurements. This radius is corresponding
to 5.′′9 for BASS and 3.′′2 for MzLS, about 3-4 times of
the typical seeing for both surveys. This aperture is large
enough to be referred as an “infinite” aperture, and to
neglect the aperture corrections and the spatial variation
of the PSF on the chip. Thus, it allows us to estimate the
total flux of the bright and isolated point sources used in
our calibration, yet the background will not contribute
much to the errors.
From the photometric catalog obtained above, the
sources with photometric rms<0.1 mag and SExtractor
internal flags <2 are selected to be the calibration ob-
jects. The latter criterion has removed the objects that
are deblended, saturated, or have other processing prob-
lems. Then the calibration sources are cross-matched
with PS1 point-source catalogs with the cross-matching
radius of 2.′′0. For the PS1 catalog, the PSF magnitude is
used in the measurement of zero points, and the reference
stars are chosen by requiring that:
1. The rms of the magnitude in the corresponding fil-
ter is less than 0.1 mag.
2. The star was observed and detected at least once
in each of the g, r , i , and z bands.
3. The stars should be in the color range of 0.4 < (g-i)
< 2.7.
The first two criteria select the PS1 objects with good
photometric measurements, and the last one selects the
main-sequence stars with 0.4 < (g-i) < 2.7 which are
used to fit the color transformation from PS1 filters to
those in our instruments. Although the filters of our
surveys are fairly close to the filters in PS1, there are
still tiny differences between them, and the correction of
color term is needed to convert from PS1 filter wavebands
to our photometric system (See Section 3.2).
Based on the cross-matched objects, the difference
between PS1 magnitude MAGPS1 and our instrument
magnitude MAGinst is compared, and objects with bad
photometry are rejected with a 3σ-clipping criterion us-
ing the local median and standard deviation. Then the
zero point is defined by the inverse variance weighted
average of the differences: ZP = MAGPS1 −MAGinst.
Note that the airmass correction has been folded into our
zero point, there is no extra airmass correction included
in the zero point analysis.
Figure 2 shows an example of the measurement of the
zero point for one CCD-image. There are four read-
out amplifiers for one CCD, so the zero points for the
whole CCD and each amplifier are all calculated, al-
though only the former value is adopted in the inter-
nal calibration and the produce of the final photometric
catalog. Some exposures may fail to derive their zero
points due to a lack of reliable photometric reference
stars or beyond the sky region of PS1. For the latter,
we calculate a rough temporary zero point using UCAC4
(Zacharias et al. 2013) as the reference catalog, and re-
vise it in the internal calibration.
2.2. Internal calibration
BASS and MzLS adopt a three-pass observing strategy,
in which each tile with the size of FoV is observed three
times with the dither of about 1/4 FoV each time (Figure
3). Thus, most of the survey area is exposed three times,
along with dense overlapping regions between exposures.
Multiple tilings and large offset overlaps allow us to es-
tablish a consistent photometric calibration across the
entire survey region using our algorithm of the internal
calibration. In addition, images failed in the external
process can also be calibrated here.
This algorithm utilizes the photometric catalogs and
zero points obtained in the external calibration, and does
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Figure 2. The measurement of zero point for a CCD-
image (p7833r0123 1). The zero points for the whole
CCD image (zpt) and four amplifiers (zpta − zptd) are
marked by the horizontal lines, and they are calculated
individually using the photometric error-weighted aver-
age of the magnitude differences between our instruments
and PS1. Their uncertainties and the numbers of stars
used in the measurements are also marked.
Figure 3. Example of the observing tiling in the sky.
Three passes are shown with different colors. Based on
the tiling strategy, a single exposure image such as the
central one (masked by red color) is overlapped with sev-
eral neighboring tiles. The internal calibration is per-
formed using the objects in the overlapping regions.
not need to consider the filter transformation. For each
image, we extract the stellar sources with good pho-
tometric measurements utilizing the following criteria:
photometric error < 0.1 mag, SExtractor internal flag <
2, ellipticity < 0.2, CLASS STAR > 0.75. These sources
are corrected by the photometric residual map of each
CCD and filter (See Section 3.1), and then cross-matched
with those in the overlapping images. Next, a revised
zero point for the image is calculated and updated imme-
diately with the calibration candidates in the overlapping
images as the reference. This procedure is repeated iter-
atively until up to the maximum times required (20 times
by default) or the criteria that the changes of zero points
are less than 0.001 mag for all of the images. In each
iteration, all images are calibrated in a random order
to avoid error propagation, and the outliers are rejected
with sigma clipping of 3σ.
Figure 4 shows an example of the effect of internal cali-
bration, it compares the object magnitudes in one image
(p7817g0042 1) with those of overlapping exposures be-
fore and after the internal calibration. p7817g0042 1 is
beyond the PS1 region, and is calibrated with UCAC4 in
the external calibration. We can find that the offset and
dispersion obviously become smaller after the internal
calibration.
3. CALIBRATION RESULTS
The parameters produced from our calibration pipeline
are stored in the headers of the image FITS files. Table 1
summarizes the header keywords related to the photo-
metric solutions. It mainly includes the zero points from
the external (CCDZPT) and internal (INT ZPT) calibra-
tions, and the related information like calibration scat-
ters, numbers of objects used in the process. The key-
word INT ZPT is used for calibrating the instrumental
magnitudes in the produce of the final stacked images
and photometric measurements. In addition, some in-
formation about the observation are also added in the
header, such as the seeing, limiting magnitude, the color
term transformed from PS1 to our system.
3.1. Photometric Residual Map
Based on the calibrated catalogs, the photometric
residual maps are established for each CCD of each fil-
ter. For each image, we select matches between the PS1
reference stars and observed stars with good photomet-
ric measurements in the image, and measure the differ-
ences between the reference magnitudes and observed
calibrated magnitudes. Then the maps of the differences
are combined and averaged using thousands of the sci-
ence exposures. Because the observing strategy of our
surveys are multiple pointings with large dithers, objects
can be situated on any position of CCD images in prin-
ciple. Thus, this step can construct the two-dimensional
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Figure 4. Comparison of the magnitudes of the objects in an image (p7817g0042 1) with its overlaps. In the left
panel, black and red points are the results before and after the correction of internal calibration, their corresponding
histogram distributions are shown in the right panel with the black and red lines, respectively.
Table 1. The keywords of photometric calibration in the header
of FITS images
Keyword Description
CALI REF the reference database for calibration
CCDZPT zero point for CCD from external calibration
CCDZPTA zero point for CCD ampA [1:2016,1:2048]
CCDZPTB zero point for CCD ampB [2017:4032,1:2048]
CCDZPTC zero point for CCD ampC [1:2016, 2049,4096]
CCDZPTD zero point for CCD ampD [2017:4032,2049:4096]
CCDPHRMS zpt rms of the matched objects in CCD
PHRMSA zpt rms of the matched objects in CCD ampA
PHRMSB zpt rms of the matched objects in CCD ampB
PHRMSC zpt rms of the matched objects in CCD ampC
PHRMSD zpt rms of the matched objects in CCD ampD
APER R photometric-aperture radius (in pixels)
SEEING seeing in arcsec
CCDNSTAR total number of stars detected on a CCD
NMATCH total number of matched stars in 2 arcsec
NMATCHA number of matched stars in CCD ampA
NMATCHB number of matched stars in CCD ampB
NMATCHC number of matched stars in CCD ampC
NMATCHD number of matched stars in CCD ampD
MDNCOL median (g-i) color of matched stars in CCD
COLT PAR parameters in [gi3, gi2, gi1, gi0]
MLIM magnitude limiting of 5-sigma galaxy detection
INT ZPT zero point from internal calibration
INT STD sigma for zpt from internal calibration
INT NUM number of stars used in internal calibration
residual maps (in magnitudes) with the same pixels to
our reduced images.
The produced photometric residual maps, also named
photometric flat or star flat, are different from the stan-
dard flat fields used in the imaging process. The lat-
ter is usually obtained nightly from a uniformly illu-
minated field (such as dome, twilight and sky), and is
mainly to correct the varying efficiency of the individ-
ual pixels for each observing night. Photometric resid-
ual maps are mainly caused by geometric distortion from
variations across the focal plane, low-frequency structure
from the imperfect illumination of the flat-field screen, vi-
gnetting and scattered light compensation (Tucker et al.
2007; Burke et al. 2018). In addition, they can be ap-
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Figure 5. Photometric residual maps for the grz filters. For each band, the maps of 2016 and 2017 seasons are shown.
The maps clearly show the jumps between different amplifiers and CCDs, the patterns and signs of scattered light,
especially for z band.
plied directly to the measured photometry.
Our residual maps have proven to vary slightly due
to the maintenance of the telescope every summer. We
therefore generate residual maps for each observing sea-
son with every August as the boundary. For example,
the 2017 season is from September 2016 to July 2017.
These maps are shown in Figure 5. For the BASS sys-
tem, the standard deviation is ∼ 10 mmag in the maps
of g and r filters, the mean absolute difference is less
than 5 mmag between the maps of different seasons. For
MzLS z band, the standard deviation is ∼ 30 mmag for
each CCD, and the seasonal variation is 5-10 mmag for
each CCD from 2016 to 2017. The maps clearly show
the jumps between different amplifiers and CCDs, the
patterns and signs of scattered light, suggesting that a
photometric residual correction would be valuable. Es-
pecially for z band, the bright ring present in the residual
fields indicates that the center of the focus plane is too
faint and needed correction.
3.2. Photometric Transformation
In general, there are mismatches between the effective
bandpasses of our filter system and those of the PS1 sys-
tem, although they are very close to each other. Thus,
color terms are needed to convert from the PS1 reference
filter wavebands to the instrumental wavebands in our
surveys.
We select the main-sequence stars with 0.4 < g − i <
2 .7 mag from PS1 reference catalog, compare the mag-
nitude difference between our survey and PS1 as a func-
tion of color index (g − i), and then derive the fit using
a third-order polynomial (Figure 6). In order to ensure
no systematic offsets between the magnitudes of PS1 and
our surveys, a constant term is added to make the mean
values of the color terms equal to zero. Therefore, the
g-, r- and z-band magnitudes in PanSTARRS1 are trans-
formed into the BASS and MzLS frame using the follow-
ing color equations:
(g − i) = gPS1 − iPS1
gBASS = gPS1 − 0.08826+ 0.10575(g − i)
−0.02543(g− i)2 + 0.00226(g− i)3
rBASS = rPS1 + 0.07371− 0.07650(g − i)
+0.02809(g− i)2 − 0.00967(g− i)3
zMzLS = zPS1 + 0.10164− 0.08774(g − i)
+0.03041(g− i)2 − 0.00947(g− i)3
(1)
4. DISCUSSION
We have computed the photometric calibration for the
observations of BASS/MzLS, derived zero points for each
image, and solved the photometric flat and color transfor-
mation for each filter. In this section, we make statistic
and analyze these results, check the accuracy and con-
sistency of the calibration solution, and test the stability
of the survey systems.
4.1. Statistics of Zero Points
Figures 7 characterizes the statistical distribution of
the results of external calibration, including the zero
point, its measured error, and the number of stars used
in the measurement. The median zero point is 25.92,
25.80, and 26.46 in magnitude for the filters grz, respec-
tively. The number of objects used for the calibration
of each CCD image varies greatly depending on the sky
coordinates of the exposures, clearly increasing when the
position near the Galactic plane. In addition, it varies
slightly with the FOV area, the data quality, and the
observational condition. In general, the median number
of available stars is around 180 for g band, 220 for r
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Figure 6. Color transformations from PS1 system to BASS/MzLS system. The top three panels are for BASS g, r
and MzLS z band, respectively. The contours show the distributions of the magnitude differences between PS1 and
BASS/MzLS. The transformations are as a function of g − i. The median values and deviations in the color bins are
shown as blue points with error bars. The third-order polynomial fittings are shown as red lines. In the bottom, the
panels show the residuals of the fittings for the three bands along with their standard deviations labeled.
band, and 100 for z band, corresponding to 700-1100 per
square degree. The corresponding measured error of the
zero point is about 0.02, 0.02, 0.05 mag for the three fil-
ters. Considering the number of available stars in each
image, the precision (here the standard deviation of the
mean is used) is about 0.001, 0.002, and 0.004 mag for
g, r and z, respectively.
The internal calibration provides a consistency correc-
tion for all the exposures over the entire survey. Figure
8 verifies the results of the internal calibration by com-
paring the zero points generated by the external mea-
surements with those after the internal correction. Zero
points derived from two processes are consistent. Unsur-
prisingly, the mean offset is near zero as expected. The
scatter of their differences is about 4 mmag, 6 mmag,
and 10 mmag for grz bands, respectively. These scatters
also reflect the accuracy of our external calibration.
4.2. Analysis of the Consistency
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Figure 7. Histograms of the zero point, rms of the zero point, and the number of reference stars used in the measure-
ment. In each panel, grz bands are marked with blue, green, and red lines, respectively.
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Figure 8. Comparisons between the zero points before and after the correction of internal calibration for the filters
grz. The left three panels give the changes of the zero points from external calibration relative to those derived from
the internal correction. The distribution of the differences in magnitudes is shown on the right histogram plot, and
the g, r and z band are shown with the blue, green, and red colors, respectively.
In order to evaluate the precision of our calibra-
tion, we check the internal consistency based on
the PSF photometry from BASS Data Release 2
(Zou & BASS collaboration 2017). We select stars over
the range 16-18 mag and with at least 3 exposures in
a given filter, derive the PSF magnitude rms of multi-
ple observations. Figure 9 shows the distribution of the
magnitude rms for grz filters in our survey. The median
rms is only about 3.9, 4.3, 7.7 mmag with rms scatter of
4.8, 5.8 and 7.6 mmag in grz filters. There is a larger
rms distribution for z band mainly due to the brighter
magnitude limiting and pattern noise of z-band images.
For a constant source, the magnitude rms mainly com-
bines the uncertainties related to the photometric error
and zero point of our calibration. Thus, the actual con-
sistency or precision of our zero points should be better
than 10 mmag in g, r, and z.
To look for possible spatial structure in the calibra-
tion, Figure 9 also shows maps of the rms of PSF mag-
nitudes over the survey. In general, the rms distribution
are homogeneous over most of the sky, only a few iso-
lated regions have slightly increased scatter than others.
As we find in the histogram, z-band map has a larger
rms distribution over the footprint than g and r band.
4.3. Analysis of the Accuracy
To verify the accuracy of photometric calibration, we
cross match the stars selected in the above consistency
test with PS1 reference catalog, and then calculate the
differences between the calibrated PSF magnitude of ob-
jects and their color-transformed PS1 magnitude. The
results of the comparison are shown in Figure 10. The
histograms show the overall distribution of the differ-
ences in our survey. The median offset between two sets
of measurements is very close to zero (2-3 mmag) in all
three bands, the dispersion is about 15 mmag for gr, and
22 mmag for z.
The maps in Figure 10 further show the distribution
of mean differences for these magnitudes to examine the
calibration accuracy over the sky. Although there are
a small number of regions with large magnitude offset,
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Figure 10. Comparison of PSF magnitude from our survey and PS1. The left panel shows the maps of the median
difference between the PSF magnitudes of stars and the color-transformed PS1 magnitude of the same stars in the
filters grz (from top to bottom). The histograms in the right panel show the overall distribution of the differences
over the survey. The median µ and standard deviation σ of the magnitude offset are labeled for each filter.
10
0.0 0.5 1.0 1.5
g-r
0.0
0.5
1.0
1.5
r-
z
P1
P2
−0.4−0.2 0.0 0.2 0.4
P2 (-0.2<P1<0.5)
16.0
16.5
17.0
17.5
18.0
18.5
r
−0.4−0.2 0.0 0.2 0.4
W
16.0
16.5
17.0
17.5
18.0
18.5
r
−0.1 0.0 0.1
W
0.00
0.02
0.04
0.06
0.08
fr
a
ct
io
n
σ=0. 024
Figure 11. Demonstration of principal color fitting in the color-color diagram. The first panel on the left displays the
g − r vs. r − z diagram. The red lines show the linear fits to parallel (P1) and perpendicular (P2) to the blue part of
the stellar locus. The second panel shows the P2 color as a function of r magnitude along with the linear fit (the red
line). The third panel shows W , the corrected version of principal color P2, as a function of r magnitude.The vertical
blue line marks W = 0. The last panel shows the histogram distribution of W , and its rms scatter is 0.024.
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Figure 12. Map of the rms scatter of the stellar locus W
over the sky.
most of the footprints have the offset less than 10 mmag.
We further find that the regions with bad accuracy gen-
erally have bad consistency, suggesting non-photometric
observation of these regions. The quality of these regions
may be better as the number of overlapping observations
increases.
4.4. Consistency of Stellar Locus
We additionally check the calibration quality with the
stellar locus analysis described by Ivezic´ et al. (2004,
2007). The stellar locus is a tight one-dimensional lo-
cus of main-sequence stars in color-color diagrams. Its
intrinsic width is quite small (∼ 0.01 mag), compara-
ble to the calibration error. Most of stars detected by
our surveys are main-sequence stars, the scatter of the
stellar locus is dominated by the errors in photometric
zeropoint calibration, so it can be used as a diagnostic of
calibration quality.
Following the methodology in Ivezic´ et al. (2004), we
construct the principal color which tracks the direction
perpendicular to the stellar locus. Because there are g, r,
z bands in our surveys, the principal color W is defined
based on the blue part of the locus in the g− r vs. r− z
diagram (Figure 11). We select only bright stars with 16-
19 mag and good measurements in all three filters, and
use the linear fits to determine principal colors (P1, P2)
parallel and perpendicular to the locus in the color-color
diagram. While there is a small trend of the P2 color
as a function of r magnitude, so we again derive a linear
fit and obtain the corrected version of P2 as the final
principal color: W = 0.527g − 1.370r + 0.850z − 0.168.
The histogram on the right panel of Figure 11 shows
the distribution of the principal color W . The distribu-
tion rms width is 0.024, indicating the accuracy of cali-
bration to ∼ 1-2%, consistent with our above estimates.
Figure 12 shows the variation of the principle color over
of survey. Over most of the survey footprint, the calibra-
tion errors are found to be uniform, while a small number
of large photometric outliers exist.
5. CONCLUSION
We have described the photometric calibration of
BASS and MzLS. BASS and MzLS are two of the three
wide-field optical legacy imaging surveys, which will pro-
vide the baseline targeting data for DESI project. The
current process of our photometric calibration is divided
into two main steps, the external and internal calibra-
tion. The external calibration process utilizes PS1 point-
source objects as photometric standards, and achieves
the photometric zero point on the AB magnitude sys-
tem for each image of each night, filter, and CCD. Based
on multiple tilings and large offset overlaps of the sur-
vey, the internal calibration process uses the calibrated
stars in the overlapping images to revise the zero points
of individual science exposures, and obtains a uniform
calibration across the survey.
As the products of the calibration, the parameters
about zero point are stored in the keywords of the image
FITS header. In addition, color transformations from
PS1 system to BASS/MzLS are derived, and the photo-
metric residual map is obtained for each CCD and each
filter.
We have checked the accuracy and consistency of our
calibration solution. In general, the internal consistency
over the sky is better than 10 mmag for g and r fil-
ter, better than 15 mmag for z filter. At the bright end
(16-18 mag), the accuracy of the absolute calibration is
better than 1% relative to PS1 over the survey area. The
check with the stellar locus analysis also confirms the re-
sults. Although there are a small number of regions with
slightly large uncertainness, their calibration quality will
be better as the number of overlapping observations in-
creases.
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